Full-thickness burn and venous thrombosis following intravenous infusion of microwave-heated crystalloid fluids.
Use of microwave-heated crystalloid fluid has been recommended as one method of correcting hypothermia during resuscitation. We report a case of full-thickness burns and venous thrombosis after microwave-heated crystalloid was infused in the management of a ruptured aortic aneurysm. This case highlights the severity of the burn injury that can occur with infusion of heated fluids. Measuring the temperature of the fluid before the start of the infusion will avoid this complication.